[Evaluation of the quality of the optic part of intraocular lenses].
The authors describe the examination of optic properties of intraocular lenses by two methods, using the Meopta line test on a slide. The principle is the assessment of transparency of the optic portion of the intraocular lens by the legibility of the line test under the microscope and assessment of the differentiating capacity of the optic portion of the lens on the optic test bench.